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11(45.8%) participants sited all leads within 5mm of the ideal position. 9 (37.5%) sited all 
but one lead in the correct location.  The suboptimal leads varied: 2 participants T6, 2 O2, 
and 1 each for FP2, F7, F8, T4, O1.  The maximum distance away from the ideal location for 
any of these leads was 10mm. One participant sited 2 leads incorrectly, and 2 participants 
site 3 leads incorrectly. A final participant sited the 7 leads incorrectly, with the distances 
from the ideal location for these leads ranging from 10-30mm. This participant adopted a 
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haphazard approach. Table one shows the frequency the EEG leads were sited within 5mm 
of the correct location for each of the leads, and the median distances for each lead. Two 
qualified physiologists also completed the study and sited all leads within 5mm of the 
standard using the template. 
 
These results show that 87.5% neonatal staff can site all EEG leads appropriately or with 
only 1 or 2 leads in suboptimal position on a resuscitation doll. With adjustment to our 
training package to rectify commonly made mistakes, this figure may increase. Future work 
will examine whether these results are replicated in real babies, especially those who are 
ventilated and whether neonatal staff can undertake the further requirements of EEG 
recording such as skin preparation and impedance checking. Should this prove successful, 
early EEG recording of neonates at high risk of seizures may be possible, particularly in 
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Table one: Frequency each lead was sited to the optimal position, and medial (IQR) from the 
optimal position  
Lead % within 5mm of ideal 
location 
Median distance from 
optimal position (IQR) 
FP1 100% 2mm(0.75,5) 
FP2 95.8% 3.5mm(1.5,5) 
F7 91.7% 5mm(1.75,5) 
F8 95.8% 5mm(0,5) 
Cz 95.8% 0mm(0,5) 
C3 95.8% 0mm(0,5) 
C4 95.8% 0mm(0,5) 
T3 91.7% 5mm(0,5) 
T4 91.7% 2mm(0,5) 
T5 91.7% 0mm(0,5) 
T6 79.2% 0mm(0,5) 
O1 85.5% 5mm(3,5) 
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